[A modernized steam GK-100-3 steam sterilizer].
Pilot-trials of the modernized GK-100-3 demonstrated that the changes in the sterilizer construction ensure high quality of sterilization, made the device reliable in work and safe in attendance. Ergonomic requirements for devices of this type are observed. The sterilizer can serve as the base model in development and construction of prospective sterilizers.